A completely subcutaneous implantable cardioverter defibrillator system functioning simultaneously with an endocardial implantable cardioverter defibrillator programmed as pacemaker.
Because of multiple ventricular lead fractures with inappropriate shocks, a 31-year-old male received a completely subcutaneous implantable cardioverter defibrillator (ICD) system with the already existing 'endocardial' ICD functioning as an atrial pacemaker.